Acute, complete, extrinsic obstruction of the Björk-Shiley valve in the immediate postoperative period.
The following report describes a case in which acute, complete, extrinsic obstruction of a Björk-Shiley prosthetic aortic valve by suture material occurred in the immediate postoperative period.